//. Tinsley & Co.
THE DRYSDALE WATTMETER.

This instrument can be calibrated on D.G., and will then read accurately on
D.G., or single- or three-phase A,G. circuits. Metal parts are eliminated wherever
possible, and the windings arc stranded to reduce eddy currents. The two systems
of the wattmeter are arranged at right angles so as to have no interaction; if
desired, one system can be used with D.C. and one with A.C. For tests at very low
power factor (e.g. on cables or condensers) the current through one set of coils can
he increased, so as to magnify the deflection.

Cambridge <C- Paul Instr. Co., Ltd.
SELF-CONTAINED ROTARY PATTERN WHEATSTONE BRIDGE.
The set Is complete with dry battery, and the only connection required is that
of the unknown resistance to the terminals XX. The ' Unipivot * galvanometer
requires no accurate levelling. Measurements can be made, accurate to 1 in 500,
over the range 0-01 to 11 110 ohms. The rheostat arm is adjusted by rotating the
drums shown. The value of the unknown resistance is obtained by multiplying the
reading on the drums by the ratio employed (i.e. 0*1, 1 or 10 according to the key
pressed).
[To face p. 152.